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The presented work demonstrates novel functionalities of hybrid paper-polymer

centrifugal devices for assay performance enhancement that leverage the advan-

tages of both paper-based and centrifugal microfluidic platforms. The fluid flow is

manipulated by balancing the capillary force of paper inserts with the centrifugal

force generated by disc rotation to enhance the signal of a colorimetric lateral flow

immunoassay for pathogenic E. coli. Low-cost centrifugation for pre-concentration

of bacteria was demonstrated by sample sedimentation at high rotational speeds

before supernatant removal by a paper insert via capillary force after decelera-

tion. The live bacteria capture efficiency of the device was similar to a commer-

cial centrifuge. This pre-concentrated sample when combined with gold

nanoparticle immunoconjugate probes resulted in a detection limit that is 10�
lower than a non-concentrated sample for a lateral flow immunoassay. Signal

enhancement was also demonstrated through rotational speed variation to prevent

the flow for on-device incubation and to reduce the flow rate, thus increasing the

sample residence time for the improved capture of gold nanoparticle-bacteria

complexes in an integrated paper microfluidic assay. Finally, multiple sequential

steps including sample pre-concentration, filtration, incubation, target capture by

an integrated paper microfluidic assay, silver enhancement and quenching, and

index matching were completed within a single device. The detection limit was

105 colony forming units per ml, a 100� improvement over a similar paper-based

lateral flow assay. The techniques utilize the advantages of paper-based microflui-

dic devices, while facilitating additional functionalities with a centrifugal micro-

fluidic platform for detection performance enhancement in a low-cost, automated

platform amenable to point-of-care environments. Published by AIP Publishing.
[http://dx.doi.org/10.1063/1.5002644]

I. INTRODUCTION

Paper microfluidic devices demonstrate great potential for commercially viable low-cost

point-of-care (POC) diagnostics.1–3 The developed paper devices are lightweight, disposable,

portable, and can include dry reagent storage for simple POC use.4 The fluid flow is controlled

by the capillary force of the substrate facilitating sample flow without external pumps which

are common to other microfluidic platforms.5–7 Other advantages include the ease of fabrica-

tion,8 compatibility with biological samples,5 well-characterized surface functionalization tech-

niques,9 and the ability to filter out large aggregates (greater than paper pore size) common in

real-world samples that can interfere with the assay.10 The porous nature of the paper also gen-

erates relatively short characteristic diffusion lengths that enhance the capture of target species

for certain types of assays to enhance signal for detection.7
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While paper substrates exhibit numerous advantageous qualities, they have inherent limita-

tions that prevent common laboratory operations such as flow rate control, valving, and meter-

ing that are feasible with other microfluidic platforms. The flow rate is dependent on the prop-

erties of the substrate, primarily the capillary force, preventing the manipulation of incubation

times to enhance the assay signal.7 Most paper devices utilize a two-dimensional geometry with

limited surface area for reagent storage and exhibit unidirectional flow from wet to dry areas

that hinders assay complexity.11 For lateral flow based assays, in particular, all liquids must run

through the same passage constraining the number of sequential steps feasible with one device.5

Numerous studies have tried to overcome these limitations with elements such as 3-dimensional

designs with multiple layers,1,12 integrated timing mechanisms,11,13–15 or off device sample

preparation to reduce total sequential steps on the device. These complex techniques introduce

complications in fabrication and often require well-trained users that may prevent adoption for

POC applications.

To overcome these problems, some studies have demonstrated the integration of paper

microfluidic devices within centrifugal microfluidic platforms. Centrifugal microfluidics or lab-

on-a-disc devices rely on an automated rotational motor to manipulate fluid flow through chan-

nels by means of centrifugal forces. This enables common microfluidic functionalities that typi-

cally require external pumps or manual user steps, so that they are suitable for POC applica-

tions without highly trained users.16 The thermoplastic discs can be made using high-

throughput injection or blow molding with inexpensive materials for low-cost, disposable POC

applications.17–19 Devices can contain multiple chambers for sealed reagent storage, employ

valves for greater sequential metering of reagents than paper alone, and allow precise control of

fluid flow using automated rotational speed adjustment.20–22 Unfortunately, thermoplastic sub-

strates limit the performance of some POC assays due to challenging immobilization chemis-

tries and planar surfaces that limit the surface density of specific capture probes for target rec-

ognition.23,24 By integrating paper elements, the total capture probe density increases due to

more efficient surface chemistries and the inherent 3-D porous network of paper to enhance

performance.25,26 In addition, balancing the rotational centrifugal force with the capillary force

of paper inserts facilitates manipulation of the flow rate and directionality not possible with

paper alone. The deceleration and acceleration of the hybrid device also induce active mixing

not feasible with paper alone that can enhance the assay performance. Hybrid devices have

demonstrated applications such as chromatography,21 plasma extraction and analysis,5 timing

valves for multiple sequential steps,27 and sample preparation for colorimetric DNA detec-

tion28,29 not possible with either platform by itself.

In this study, we demonstrate novel functionalities of paper-polymer hybrid centrifugal

microfluidic devices for fluid flow manipulation to enhance the assay performance. Specifically,

we focus on colorimetric lateral flow immunoassays that use gold nanoparticle immunoconju-

gate probes (AuNPs) for the detection of E. coli O157:H7, a pathogenic Shiga toxin-producing

serotype of E. coli of interest in food and environmental samples. For more background on lat-

eral flow assays, please refer to a comprehensive review by Sajid et al.10 While commercial

AuNP based colorimetric lateral flow assays for bacteria are well established, they often exhibit

detection limits too high for certain targets.3,30 Methods to improve the detection limits of

AuNP probe based schemes include pre-concentration with immunomagnetic beads and second-

ary probe enhancement schemes that add extra manual user steps.30 In this work, the following

automated processing steps are explored to utilize paper-based and centrifugal microfluidic

technologies for assay performance enhancement:

• Sample preparation: bacteria pre-concentration and debris filtration. Low cost centrifuga-

tion for sample pre-concentration was demonstrated by employing rotational centrifugal force

for bacteria sedimentation before rotational speed reduction facilitated the removal of superna-

tant via capillary force by paper inserts. The sample pre-concentration improves the binding

efficiency with AuNPs to enhance the signal for an integrated paper-based lateral flow assay.

This technique reduces the number of operations performed by a user by replacing manually

operated commercial bench top centrifugation and is amenable to low resource environments.
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The integrated paper then acts as a filter to prevent large debris or aggregates from interfering

with that integrated lateral flow assay.
• Flow speed and direction control. The flow rate and direction were modified by varying the

rotational speed to alter the centrifugal force on the fluid wicked by capillary force into a paper

insert. At high rotational speeds, no flow occurs within the paper insert allowing automated

incubation of bacteria and AuNPs before introduction into the test strip. In addition, the flow

rate reduction caused by rotational speed adjustment was shown to increase the optical signal

by increasing the sample residence time for the enhanced capture of AuNP-bacteria complexes

on the test line of inserted paper lateral flow assays.
• Integration of multiple automated sequential steps. Multiple automated sequential steps

were completed within a paper-polymer hybrid platform for silver enhancement of captured

AuNPs and refractive index matching to improve the assay performance. Silver enhancement

creates dark micron scale silver aggregates on captured AuNPs followed by controlled quench-

ing to increase the optical signal and reduce the detection limit. Refractive index matching of

the fluid within the porous paper substrate allows imaging of the full thickness by minimizing

light scattering to increase the signal to noise ratio (SNR). The experiments demonstrate the

value of additional assay steps that are difficult to achieve with a paper-based test alone without

adding extra user steps31 or complex fabrication procedures.1,12

The developed techniques maintain the advantages of paper-based assays such as high sur-

face capture probe density, portability, low-cost, and manufacturability while facilitating addi-

tional functionalities to improve the detection performance without adding additional user steps.

Overall, a 100� improvement in the detection limit was observed with the hybrid device com-

pared to a standard lateral flow based assay for E. coli O157:H7.

II. MATERIALS AND METHODS

A. Disc assembly protocol

The completed paper-polymer hybrid centrifugal microfluidic device is shown in Fig. 1.

Three layers were made with 1 mm thick polycarbonate (PC) (Naxel) patterned using a

Protomat S63 (LPKF Laser and Electronics) milling machine. The top layer consisted of inlet

holes and air vents of 1 mm in diameter formed using a drill bit. All layers were cut out from

the PC sheet, and the channels were formed on the middle layer using a 1 mm wide contour

router tool bit. The milled PC was then deburred along its edges and cleaned with isopropanol

FIG. 1. (a) The constructed paper-polymer hybrid device consists of polycarbonate (PC), pressure sensitive adhesive (PSA)

and paper inserts. (b) A completed device is shown with the direction of rotation indicated by a red arrow. (c) The paper

inset is a colorimetric lateral flow immunoassay with a positive and a negative test result for pathogenic E. coli shown in

the figure.
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and deionized water. Interstitial pressure sensitive adhesive (PSA) (Flexmount DFM 200 Clear

V-95) layers were patterned using an Epilog engraver laser cutter (Helix, 75 W). For the PSA,

the top layer consisted of a single layer and the bottom layer consisted of two sheets pressed

together using a hand roller. Whatman #1 paper (GE Healthcare) inserts were also laser cut.

The 700–800 lm thick cellulose inserts (Merck) were cut 20 mm� 10.3 mm using a guillotine

cutter (Biodot). The bottom layer of the PSA was manually aligned and pressed onto the base

PC, followed by manual placement of Whatman #1 inserts, and manual alignment and pressing

of the middle PC later. These three layers were then bonded by placing the disc into a plastic

bag and passing it through a two-sided rubber roller press (ML25, Drytac) multiple times.

Following this, Whatman paper and absorbent cellulose inserts for fluid absorption were placed

into the device before manual alignment and placement of the top PSA and the top PC layer.

The whole disc was then passed through the roller press multiple times. For all tests, the bottom

of the rounded sample chamber was 50 mm from the center of the disc in the radial direction.

The spinning assembly utilized a rotational motor and a controller (Smart Motor SM3450D,

Animatics) controlled by Smart Motor Interface software (Animatics) to adjust the rotational

acceleration, the rotational speed, and the hold time at a specific speed. The disc was imaged

using image capturing software (IC Capture, The Imaging Source) with a CCD camera (DFK

22BUCO3, The Imaging Source) connected to a zoom lens [C1614-M (KP), The Imaging

Source]. An optical sensor (D10DPFP), with 0.5 mm fiber optic cable (Banner), was triggered

when a reflective foil was passed during rotation to cause a simultaneous strobe flash (DT-311A

stroboscope, Shimpo) and image capture.

B. Bacteria concentration study protocol

All reagents were purchased from Sigma Aldrich, unless otherwise specified. E. coli K12

were serially diluted in 40 mM potassium phosphate dibasic (PB) with 1% (w/w) bovine serum

albumin (BSA) to study the centrifugation capabilities of the paper-polymer device. Bacteria

solution concentration was determined through enumeration on nutrient agar (Oxoid CM0003)

after incubation for 24 h at 37 �C. As an experimental positive control, 50 ll of bacteria solution

was spun in a 200 ll plastic test tube at 3000 rpm (665 g) for 5 min in a commercial centrifuge

(Beckman Coulter, Microfuge16 centrifuge). The rotation speed and duration were chosen based

on a previously published protocol with 5 min being the minimum time required for bacterial

sedimentation with minimal damage to the living cells.32–34 Thereafter, 40 ll of supernatant

was removed, and the droplet was serially diluted in buffer before dispensing 100 ll onto nutri-

ent agar for enumeration. For the disc study, 50 ll of bacteria solution was pipetted into the

device before spinning at 3000 rpm (504 g) for 5 min at a distance of 50 mm from the center.

The device was then spun at 600 rpm (20.16 g) for 10 min to wick the supernatant and leave a

concentrated droplet. The concentrated droplet was extracted by piercing the PSA and removing

the remaining fluid with a pipette. The volume of this droplet was determined before serial dilu-

tion, and the live bacteria count was determined through enumeration on nutrient agar as

described previously. The live bacteria capture efficiency was then determined by dividing the

number of live bacteria identified in the concentrated droplet by the number of bacteria in the

original 50 ll solution.

C. Dipstick test protocol

To test the effect of pre-concentration, a lateral flow dipstick immunoassay was fabricated

using Whatman #1 paper. First, Whatman #1 paper was cut and placed on an adhesive backing

card (KENOSHA c.v) before patterning 5 lg/ml anti-E. coli O157:H7 antibody per 5 mm to cre-

ate a 2 mm wide test line. The test strips were incubated for 30 min at 37 �C and then immersed

in a commercial blocking solution containing BSA and tween-20 (Invitrogen), padded dry with

absorbent towels, and incubated for 1 h at 37 �C. Next, a cellulose absorbent pad was added,

and 5 mm wide test strips were cut using a guillotine cutter and shaped to a point at the end

using a razor blade to simulate the paper inserts in the disc device.
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Gold conjugate solution was prepared by combining 1 ml of 40 nm gold nanoparticles (BBI

International) at an optical density of 1 (OD1) with 100 ll of 50 lg/ml anti-E. coli O157:H7

antibodies in 40 mM aqueous PB and incubated for 30 min at room temperature. Next, 1 ml of

0.7% BSA in 40 mM PB (w/w) was added, and the mixture was incubated overnight at 4 �C.

The solution was then centrifuged for 15 min at 13 273 rpm (13 000 g), the supernatant was

removed, and the mixture was re-suspended in 200 ll of supernatant.

Serial dilutions of E. coli O157:H7 from 104 to 108 colony forming units (CFU)/ml were

prepared in aqueous solutions of 1% BSA in 40 mM PB (w/w). The concentration was validated

by measuring the solution absorbance at 625 nm (UV/VIS Powerwave HT Spectrophotometer)

and comparing it to an established concentration curve calibration (McFarland Standards). To

measure the effect of sample concentration, 50 ll of bacteria solution was combined with 3 ll

of AuNP conjugate and centrifuged at 3000 rpm for 5 min, after which 40 ll of supernatant was

removed. The remaining droplet was vortexed to mix the solution and then incubated for

10 min at room temperature before adding 40 ll of buffer back to the mixture and vortexing.

As a positive control, 50 ll of bacteria solution was combined with 3 ll of AuNP conjugate,

vortexed, and incubated for 15 min at room temperature. Thus, the total sample preparation

time was 15 min for each test. Next, 50 ll of the selected bacteria test solution was dispensed

into a test tube. A test strip was inserted into the test tube with the point facing downward, and

the solution was allowed to wick for 10 min. Following this, the test strip was dipped for

10 min in 50 ll of buffer for rinsing to ensure that AuNP-bacteria complexes passed the test

line. The test strip was then inserted into an ESEQuant lateral flow test reader (Qiagen) for col-

orimetric analysis of the test line signal. The relative absorbance of the test line was determined

by the following equation:

Relative Absorbance RAð Þ ¼ Itest �
Ib1 þ Ib2

2
; (1)

where Itest is the average measured intensity (a.u.) of a region of interest (ROI) 1.5 mm wide

over the test line and Ib1 and Ib2 are the average background intensity (no capture antibodies)

of an equal sized ROI on each side of the test line equidistant from the test line center. For all

tests, the limit of detection (LOD) was defined by a confidence interval less than 1% using the

Clinical and Laboratory Standards Institute standard, where the limit of blank (LOB) equals the

mean blank plus 1.645(SD blank) and the LOD equals LOB plus 1.645(SD low concentration

sample).35

For comparison and validation, a traditional lateral flow test strip consisting of a cellulose

absorbent and an application pad, a glass fiber conjugate pad (Millipore), and a nitrocellulose

capture pad (Millipore) was formed.31 The test strip was inserted into a test tube containing

50 ll of test solution (bacterial dilutions or negative control without bacteria) for 10 min. The

resulting test strip was inserted into the ESEQuant lateral flow test reader, imaged, and the rela-

tive absorbance was calculated as described above.

D. Spin speed test protocol

A paper insert was printed with a test line as described in Sec. II C to create an integrated

lateral flow assay. A solution of E. coli O157:H7 was prepared in aqueous solution of 1% BSA

in 40 mM PB (w/w) as described previously in Sec. II B. A volume of 50 ll of test solution was

combined with 3 ll of AuNP conjugate and incubated for 15 min before insertion into the test

device using a pipette. The device was spun at 0, 200, 400, and 600 rpm for 10 min and then

stopped. The length of time required to wick the entire volume was measured using a timer and

visualized during spinning to determine when the droplet was fully absorbed. A volume of

50 ll of 1% BSA in 40 mM PB was inserted and the device was spun again at 0, 200, 400,

and 600 rpm for 10 min. This was done to ensure that any remaining E. coli-conjugate com-

plexes pass over the test line. The device was then imaged on a flatbed scanner and analyzed

using ImageJ (v1.48, National Institutes of Health, USA) to determine intensity. The relative
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absorbance was calculated using Eq. (1) with a ROI on the test line and a same sized ROI on

either side of the test line equidistant from the test line center.

E. Full assay with silver enhancement protocol

All solutions were manually pipetted into the device inlet before commencing with the

spinning steps, with all dilutions of E. coli O157:H7 prepared as discussed above. First, 50 ll

of the test solution or a negative control (test solution without bacteria) was combined with 3 ll

of the AuNP conjugate in the inlet chamber. The disc was then spun at 3000 rpm for 5 min to

concentrate bacteria and AuNPs before spinning at 1500 rpm for 10 min for further incubation

to form bacteria-AuNP complexes. Next, the disc was rapidly decelerated to mix the solution

and then spun at 600 rpm to wick the sample into the paper insert before stopping for 1 min.

Following this, 40 ll of buffer was added, and the disc was spun at 600 rpm for 10 min for rins-

ing before deceleration to induce mixing and let the remaining fluid absorb into the paper.

Next, silver enhancement was performed by combining 20 ll of 2 mg/ml silver acetate in deion-

ized water with 20 ll of 5 mg/ml hydroquinone in citrate buffer36 in the sample chamber before

spinning at 200 rpm for 8 min and stopping for 1 min. Thereafter, the silver enhancement reac-

tion was quenched by adding 30 ll of 3% sodium thiosulfate (w/w) and spinning at 200 rpm for

5 min before stopping for 1 min to complete solution wicking.37 Finally, refractive index match-

ing of the paper was performed by adding 100 ll of vegetable oil and spinning at 1000 rpm for

15 s to fill the sample chamber before stopping and wicking for 15 min to fully displace the

aqueous solution.38 The disc was imaged on a flatbed scanner after AuNP-bacteria conjugate

capture, after silver enhancement and quenching, and after index matching. The RA of the test

line and the LOD were determined as described previously.

III. RESULTS AND DISCUSSION

A. Device optimization

The device design required optimization of fabrication methods, geometric design, and

experimental parameters to accomplish the study goals. Whatman paper was chosen instead of

nitrocellulose commonly employed in lateral flow assays due to the ease of fabrication into cus-

tom serpentine shapes, improved wettability for flow control, fiber consistency for index match-

ing, cost (�$2500 per m2 vs �$15 per m2), and ease of integration into the multilayer device

for these proof of concept demonstrations. With a paper thickness of 180 lm, a single layer of

the PSA (86 lm thickness) was insufficient to create a properly sealed microchannel. Thus, a

double layer of two PSA sheets pressed together was created before laser cutting to minimize

air bubbles between the layers. The absorbent cellulose pads were 700–800 lm thick, necessitat-

ing an additional layer of Whatman paper to ensure fluid transfer in the 1 mm thick PC layer.

The volume of fluid that could be absorbed was dependent on the size of the paper inserts and

the absorbent cellulose pads. The described Whatman paper inserts absorbed approximately

60 ll of fluid, and the cellulose absorbed approximately 200 ll before saturation prevented the

fluid flow. There was minimal evaporation during testing to affect the flow rate, unlike typical

paper microfluidic devices reducing the effect of environmental conditions on the flow rate.

Each device contained four distinct reaction chambers to increase the assay throughput. More

chambers would be feasible with smaller solution volumes that require less absorption capacity.

The shape of the paper insert was tapered to a pointed end to prevent non-uniform fluid absorp-

tion during deceleration when the fluid would move circumferentially in the chamber. Previous

studies have shown equilibrium between the centrifugal force and the capillary force of

Whatman 1 inserts at a rotational speed of 1500 rpm.21 However, with the tapered end at the

force equilibrium, no fluid flow occurred at 1000 rpm due to the reduction in the paper surface

area in contact with the sample. All of these factors influenced the final designs presented in

Secs. III B–III E.
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B. Bacteria concentration

To validate bacteria pre-concentration from a liquid sample, the constructed hybrid paper-

polymer devices were compared to a standard commercial centrifuge. E. coli K12 suspended in

buffer was chosen as a model system to simulate biological samples common in waste water

sanitation verification procedures.39 For the experiments, 50 ll of solution was spun at

3000 rpm for 5 min for sample sedimentation before deceleration and spinning at 600 rpm for

10 min for supernatant removal by the paper insert. The droplet volume extracted from the

hybrid device was 8–10 ll, and the droplet volume after manual supernatant removal from the

commercial centrifuge tube was 10 ll. The live bacteria capture efficiency was 67%–71%

(6.7–7.1� increase in concentration) for the commercial centrifuge and 46%–51% (4.6–5.1�
increase in concentration) for the hybrid device (Fig. 2). The commercial centrifuge captures

more live bacteria than the hybrid device with significant concentration increase for both meth-

ods. Higher rotation speeds were attempted (Table S1, supplementary material), but the live

bacteria efficiency decreased due to increased loss of viability for enumeration on agar with

higher rotational forces. Reasons for the decreased bacterial capture efficiency with the hybrid

device include loss due to absorption into the paper during initial acceleration, a small differ-

ence in g-force, and incomplete fluid extraction. For the purposes of immunoassays, both viable

and non-viable bacteria have affinity for the antibody probes used to generate binding com-

plexes. Thus, it is likely that there are even more bacteria in the concentrated droplet that could

be detected than just those enumerated on nutrient agar. Others have demonstrated bacteria pre-

concentration using centrifugal microfluidics for fluorescent assay enhancement using a

siphon valve for supernatant removal.40 However, in contrast to the presented work, the study

employed off device filtration and sample pre-concentration with a commercial centrifuge

before introduction into the device. Furthermore, the use of siphon valves in combination with

integrated paper based assays would require complex fabrication and reduce available real-

estate on a centrifugal platform. The paper insert also acts as a filter to remove large aggregates

for sample preparation commonly needed for real-world samples in environmental, food, and

medical applications that would remain when only using a siphon valve. The technique suggests

that a paper-polymer hybrid device could act as a low-cost centrifuge for sample preparation

FIG. 2. Average live bacteria capture efficiency of E. coli K12 using a commercial centrifuge or hybrid paper-polymer

device at 3000 rpm (n¼ 3 with error 61 SD). The direction of disc rotation is indicated by a red arrow.
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in POC environments without an existing commercial device either as a stand-alone step or in

combination with a subsequent assay.

C. Pre-concentration of sample on a dipstick

The effect of sample concentration was evaluated using a Whatman #1 paper-based lateral

flow immunoassay dipstick. Dilutions of E. coli O157:H7 were combined with AuNPs and

either pre-concentrated in a commercial centrifuge or incubated without centrifugation. The

40 nm diameter AuNPs settle along with the bacteria in the test tube, concentrating both in a

volume that is 20% of the original solution. For pre-concentrated samples, the LOD was 106

CFU/ml, a 10� reduction over the non-centrifuged sample (Fig. 3). For comparison, the LOD

of the traditional lateral flow assay described in the Methods section with the same reagents,

and no bacteria pre-concentration was 107 CFU/ml. In addition, the relative absorbance of the

test line was greater for the centrifuged sample compared to a non-centrifuged sample at each

concentration tested. By decreasing the liquid volume that contained the bacteria and AuNPs,

the effective diffusion length decreased resulting in the formation of more AuNP-bacteria com-

plexes. Thus, more species were captured on the test line of the lateral flow dipstick improving

the performance of the assay. The total time for sample preparation was 15 min for both cases

before addition to the lateral flow test strip.

D. Rotation speed variation

To examine the effect of rotational speed, a 107 CFU/ml solution of E. coli O157:H7 was

incubated with AuNPs for 10 min in a test tube at ambient temperature. The solution was pipet-

ted into the inlet of the hybrid paper-polymer device and spun between 0 and 600 rpm for

10 min before rinsing with buffer at the same speed for 10 min. The results show that as the

rotational speed and the centrifugal force increases, the time required to fully wick a 50 ll sam-

ple increases. While the capillary force remains constant, the increase in the centrifugal force

decreases the fluid flow rate through the paper insert. Because the interactions between anti-

bodies on the paper insert and the AuNP-bacteria complexes in solution are diffusion limited,

FIG. 3. Example Whatman paper lateral flow immunoassays for E. coli O157:H7 are shown for a negative control and a

108 CFU/ml solution with the test line outlined in black. The average relative absorbance (RAdilution – RAnegative control) is

shown with and without sample pre-concentration. N¼ 3 with error bars 6 1 standard deviation (SD).

054101-8 Wiederoder et al. Biomicrofluidics 11, 054101 (2017)



an increase in sample residence time on the test line caused by a decrease in flow rate enhances

the optical signal (Fig. 4). At speeds greater than 600 rpm, the total sample wicking time was

greater than 10 min with no visible wicking occurring at speeds greater than 1000 rpm. By employ-

ing a hybrid platform, the flow rate within the paper microfluidic device can be modified to

enhance the signal. Furthermore, while not demonstrated here, it is feasible to use such a platform

to create bidirectional flow through speed changes, where AuNP-bacteria complexes pass across

the test line multiple times to increase the number of captured species and the optical signal.

E. Full study with AuNPs, silver enhancement, and index matching fluid

To demonstrate the developed techniques and additional functionalities of a centrifugal

platform, a colorimetric lateral flow immunoassay for E. coli O157:H7 with sequential silver

enhancement and index matching steps to improve the performance was implemented (Fig. 5).

When using AuNPs alone, the detection limit was 106 CFU/ml with a noise floor defined

as the negative control (no bacteria) plus three standard deviations. This represents a 10�
detection limit improvement on a dipstick test and a standard lateral flow assay with nitrocellu-

lose without pre-concentration and the same detection limit as the pre-concentrated dipstick test

with an increase in the signal to noise ratio (Fig. 3). The addition of the silver enhancement

step combined with quenching decreased the detection limit 10� to 105 CFU/ml. In addition,

each dilution tested was statistically significant for each other (Student’s t-test p� 0.05), unlike

with AuNPs alone, giving a dynamic range of 3 logs. This demonstrates the potential for quan-

tification of target concentration assays not possible with conventional colorimetric lateral flow

assays.3 The addition of index matching had no effect on the detection limit or dynamic range

with a decrease in total intensity of the paper when infused with oil. However, when calculating

the signal to noise ratio (SNR) by dividing the average relative absorbance (RA) by the stan-

dard deviation at each concentration, the index matching step was found to increase the SNR at

each concentration. The total assay took 1 h, with 15 min for the index matching step, and con-

tained up to four test regions on each device.

Silver enhancement reactions occur when silver ions nucleate on AuNPs in the presence of

a reducing agent (hydroquinone) and form micron scale silver aggregates. In comparison to

recent work with silver enhancement of a lateral flow assay, all steps were automated in this

study without manual rinsing or user handling of the device.31 Because silver enhancement is

FIG. 4. Effect of rotation speed on the wicking time and the relative absorbance of an integrated lateral flow test assay with

a sample of 107 CFU/ml with test line outlined. Initial conditions and a positive test are shown. For each rotation speed,

n¼ 3 with error bars 6 1 SD.
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highly sensitive to incubation time, microfluidic devices often employ multiple manual water

rinsing steps or require image capturing within a set time interval. In this study, we introduce a

quenching agent that reduces the need for multiple rinsing steps and ensures uniformity across

devices and during storage, which is beneficial for many POC applications. The 10� improve-

ment in the LOD is consistent with other studies that use AuNPs and silver enhancement for

colorimetric detection.31,41

The increase in the SNR by using a refractive index matching fluid is consistent with previ-

ous work, where enhanced performance of porous detection elements was demonstrated using

an index matching fluid.26,38,41 By imaging the volume and not just the surface, the SNR

increases to improve the assay sensitivity or distinguishable signal change per change in con-

centration, which in turn improves the quantification accuracy of an assay. An increase in the

SNR should also decrease the LOD, but this was not observed for the tested dilutions of

between 104 CFU/ml and 105 CFU/ml, and thus no such claim is made in this paper. While

images were acquired with a white light illuminated flatbed scanner operated in the reflectance

mode, the use of an index matching fluid also enables a transmission based set-up with a light

source and an optical detector on opposite sides of the device. Transmission based imaging

using inexpensive LEDs at optimized wavelengths and inexpensive optical detectors has been

demonstrated for more sensitive analyte quantification for paper based tests.38,42

The demonstrated experiments are amenable for POC diagnostic platforms with further

development using known technologies. On-chip reagent storage either in pre-loaded wells, blis-

ter packets, or on the paper insert itself would need to be developed with passive or physical

valves for sequential metering, as demonstrated in numerous studies.43–47 Further optimization

of spinning speeds and wait times to increase the incubation length would enhance the signal

and decrease the LOD, while increasing the assay completion time. Multiplex testing is also

feasible either by printing multiple test lines on a single paper insert or by introducing numer-

ous paper inserts for different targets. Finally, employing enhanced surface chemistry or alterna-

tive self-wetting porous substrates for improved capture probe density could be explored to

enhance the performance in combination with the previously described techniques.

IV. CONCLUSIONS

This study demonstrates novel functionalities of hybrid paper-polymer centrifugal micro-

fluidic devices to enhance the performance of paper microfluidic assays. The demonstrated

FIG. 5. (a) The experimental procedure is described with (b) examples of inserted paper lateral flow assays with the test

line outlined in black after the completion of selective procedural steps using a 108 CFU/ml solution. (c) The average rela-

tive absorbance is shown for each dilution with N� 3 and error bars 61 SD.
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immunoassay maintains the advantages of paper microfluidic inserts as a detection element,

while adding additional microfluidic functionalities for sample pre-concentration, flow control,

active mixing, and integration of numerous sequential assay steps. Low-cost centrifugation

compatible with remote environments is demonstrated by rotation at high speeds with centrifu-

gal force for sample concentration followed by speed reduction for supernatant removal by the

paper insert using capillary force. The sample pre-concentration increased the binding efficiency

of AuNPs with bacteria targets to increase the signal of a colorimetric lateral flow immunoas-

say. Signal enhancement was also achieved by moderating flow control through centrifugal

force generation to increase the sample residence time on the printed test line. Finally, a com-

plete lateral flow assay including sample pre-concentration, incubation, AuNP capture, silver

enhancement and quenching, and refractive index matching was demonstrated to achieve a

100� improvement in the detection limit over a dipstick assay alone. All assay steps were com-

pleted in 45 min–1 h using an automated platform minimizing the possibility of user error.

Overall, the demonstrated techniques provide further tools to improve the sensor performance

for paper-based platforms while maintaining low-cost and inherent user-friendly characteristics.

SUPPLEMENTARY MATERIAL

See the supplemental material for live bacteria capture efficiency at different rotational

speeds for the hybrid paper-polymer device.
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